ABSTRACT
human body.
Accordingly, the correct interpretation of this image is an important requirement for further action.
Some radiographs are discarded because they have no diagnostic value. These are referred to as rejected films. A reject image is described as an image that does not add diagnostic information to clinical questions because of poor image quality, and thus, the image has to be retaken (1) (2) (3) . Whenever a film is rejected, the radiograph must be repeated. This repetition of radiographs presents various concerns including unnecessary radiation exposure for the patient, increased costs, longer patient waiting time, additional workload for radiographers and reduced x-ray tube life.
The radiation dose to a patient is linked to image quality and should not be lowered to jeopardize the diagnostic outcome of a radiographic procedure. In order to produce a good quality image of anatomical structures for diagnostic purposes, both quality assurance program and quality control measures are of great importance (4) .
The nature and extent of this program will vary with the size and type of the facility and the type of examinations conducted. The main goal of a diagnostic quality assurance program is to produce radiographs of consistent high quality (5) . Patient radiographs therefore serve as a quality control check and should be factored into any departmental evaluation program (6, 7) . Quality control techniques are techniques used in either monitoring or testing and maintenance of the components of an X-ray system (8) .
It is very common to encounter patients undergoing several repeated X-ray examinations after the initial X-ray examinations are rejected due to poor image quality, hence subjecting patients to extra cost and excess radiation exposure. This has necessitated the need to explore the magnitude and causes of film reject and repeat X-ray examinations. Reject analysis provides information that would assist to achieve a sound reduction in extra cost and patients' over exposure to radiation. Film reject analysis has therefore become a major parameter as a quality control tool in diagnostic radiography service delivery. The objective of this study was to assess the reject rate of X-ray films and its economic implication at the radiology department of Jimma University Specialized Hospital (JUSH).
MATERIALS AND METHODS
A cross-sectional hospital based study was done over a period of four months from September 2015 to December 2015 in the Radiology department of Jimma University Specialized Hospital (JUSH). A total of 6563 films were collected on a weekly basis from the two X-ray rooms. Both X-ray machines are manufactured in 1992 shimadzu company. Both have constant potential generators with 2.5 mmAl total equivalent filtration at 80 kVp. The machines are manual exposure mode with power rating of40-125kVp.Two manufacturers' cassettes (Agfa and Kodak) were used with a screen-film combination speed of 400. Copies of the list were prepared for daily use in a table form and kept in each radiography room as well as in x-ray reporting rooms. The tables were prepared by film size, type of examination and cause of reject or repeat. Daily recordings were compiled by frontline radiographers.The radiographers has work experiance ranged from 2years to 5years. Data were collected from the processing room and reporting room after which agreement on findings by principal investigators was reached to avoid inter observer variation. The collected radiographs were sorted out in film sizes and types of examination. The collected data were compiled at the end of each week and entered into a computer for analysis at the end of the study period. The data collection process was supervised by a medical physicist and a radiologist on daily bases.
Data were collected in standardized formats as recommended by the National Radiation Protection Authority (NRPA) and the International Atomic Energy Agency (9) . Rates and proportions were calculated and presented in table form. Moreover, costs of examinations and rejects were estimated. Calculation of reject rates: An X-ray film was considered useless and discarded based on the recommendations of the International Atomic Energy agency (IAEA). The reject and causal reject rates were calculated as follows:
Causal reject rate (%) = Number of rejected films for specific cause X100----------2 Total number of film reject for a specific type of examination Ethical consideration: Ethical approval was obtained from the Ethical review Board of Jimma University.
RESULT Work load and reject rates:
The results obtained in this study are presented in Tables 1-3 . During the four months' period of this study, a total of 6563 X-ray films were taken. The highest examination was chest X-rays (n=2007) while the lowest was spine (n=654). A total of 1106 (16.9%) radiographs were rejected; the highest reject rate was for pelvic X-ray (31.11%) followed by spine examination (19.88%). Chest, skull and abdominal examinations had almost similar reject rates (13.75%, 13.90% &13.20%) respectively (Table  1) . 
DISCUSSION
Reject analysis is an important part of quality assurance programmes in a radiology department providing radiography services to ensure reduction in the factors responsible for rejects and thus to reduce the cost, workload and radiation exposure to patients and personnel. It is the critical evaluation of rejected radiographs which is performed in order to calculate the average reject rate and to establish the main reason for reject films. This study has shown that the overall reject rate and individual reject rates were much higher than similar studies conducted elsewhere and even much more higher than WHO criteria of 5% and the Conference of Radiographic Control Programme Directorate (CRCPD's) committee on QA which raises reject rates up to 10% (10, 11) .The reason could either be due to machine fault, operator's technical limitations, and absence of quality control program in the department. A pervious study shows that experienced Xray personnel typically do not repeat more than 2% of the examinations while inexperienced or careless X-ray personnel repeat 10% or even more of all examinations taken (12) . It is reported that the mean reject rates values for individual examinations in the USA are 5% for chest, 8% for lumbar spine and pelvis, 12% for the abdomen and 5% for skull (12) . From the total of 6563 patients, 1106 repeat radiographs were performed; therefore, 16.9% of the patients attending X-ray examination had an unnecessary radiograph taken with its associated increased radiation dose to the patients. The average time taken to perform a repeat radiograph has been estimated to be approximately 15min (13) . Therefore, the minimum time wasted by the radiographic staff in producing the repeat radiographs during the 4month study in the this hospitals was calculated to be approximately 277hr ([1106× 15min]/60min]) representing approximately 35 working days in Ethiopia (8 hr/day) in 4 month. This obviously results in increased waited times for patients.
Rejected X-ray examinations contribute to financial lose, wastage of films and processing chemicals, wastage of patient and staff time, an increase in radiation dose to both patients and staff, wear and tear on the equipment and accessories as well as inconvenience to patients. Therefore, minimizing the number of repeat films will not only reduce unnecessary exposure to patient, but can also have a significant effect on the department's running cost and time.
The finding from this study revealed that the overall reject rate for the hospital is 16.85%. This is significantly higher than the 7.6% reported in Belgium 8% in UK and 2.1% for conventional radiography reported in China (4, 12, 14) .
The results also indicated that the reject rates for the individual projections were 13.75% for chest, 13.20% for abdomen and 19.88% for spine. This result is much higher compared to the figures reported in UK; namely, 6.5% for chest, 4% for the abdomen and 14.3% for lumbar spine (4) .
Studies regarding reject analysis showed that approximately 50% of repeats were due to error in choosing exposure factors (resulting in films or radiographs that are either too dark or too light; the film has incorrect density or shows poor contrast) (12, 13) . Positioning error accounts for approximately 25.0% of all repeated films. The findings from this study show that overexposure, and to some extent, underexposure as well as patient motion and poor breathing were the main reasons of reject. Our findings correspond with the findings ofother similar studies (13, 15) . These could be due to suboptimal x-ray machine performance, poor technical skill with an element of carelessness, which could be the major reasons when individual reject rates are seen. Comparison with other figures from other causes show that individual rejects by type varied from 2.2% (Czech) to-11.02% (Ghana) and 13.6% (Brazil) which are much lower than the findings of this study (5) .
Reject film analysis can lead to a reduction in the cost of wasted film, thus reducing expenditure. The finding of this study revealed that approximately 24, 721.99ETB was wasted due to rejection or repeat of 1106 radiographic examinations in 4 month, and 16.9% of the patients had an unnecessary radiograph taken with its attending increased radiation dose to the patients.
The results of this study have indicated that reject analysis is a useful tool in monitoring and improving diagnostic imaging services and could be used to evaluate and monitor prospectively the cost effectiveness of diagnostic imaging departments as well as quality assurance of the services being given. Imaging departments spend heavily on both capital and revenue and must therefore aim at reducing waste of resource due to repeat examinations. This study recommends, in order to maintain good quality radiographs, the department must have regular quality assurance (QA) and quality control program. In addition policy procedure that are well documented, including regular calibration of the X-ray machines with proper attentiveness of the technologists to take care of factors leading to repetition of the X-ray films should be in place. This helps to achieve effective health service delivery nd to reduce costs and unnecessary radiation dose to patient and personnel working in the Radiology department.
Staff should be encouraged to participate in Continuous Professional Development (CPD) programmes such as courses, seminars and workshops with respect to radiographic technique for operators. The department should introduce digital radiography, which is a filmless system to replace the convectional system of processing radiologic image to eliminate darkroom related cause of film reject. Finally, we recommend a large scale study at national level by including the correlation between reject films and patient radiation dose in order to reach final conclusion as to whether other factors such as equipment fault, or individual skill and performance may influence film reject rates and overall quality of service.
